VERIFPEATION OF CALIBRATION REPORT

Of Data Master cdm Breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statedwide Breath Alcohol Program

| DataMaster cdm S/N 130569

Supervisor/Operator Performing the Verification Procedure: ,

Name John Hodges ID# 2999  Date 11/28/2008 v
A

Agency Cordova Police Department Phone # 424-6100

Instrument Location Cordova Police Department

e ' ~

Alco S/N X124656 Target Value 0.076 High Pressure 200psi

B kel ol
e
Alco Test Value Average _ 0.077 <~ 0.077
T Ist#tleo 2nd Alco
Signature
~ % g
- "7‘5/‘?
Ungder the Alaska Rules f Evidence, | certlfv(fﬁ?a’ER) ‘

- (a) lam Jeanne Swartz , Forens@Ed}éJmtrsitH inﬁmerftaﬁ@emwbne Detection Laboratory, State of

Alaska Department of Pubhc Safety, and was, at the time of signing, the custodian of the records of
the aforementioned laboratory and the signature was made in my official capacity as Scientific

- Director Designee of the State Breath Alcohol Testing Program.

(b) The verification of calibration for the above instrument has been received and reviewed.

Instrument operator, , whose name appears in my records, is qualified
John Hodges 4

to verlfy the calibration v wie apove Wisuwyent. U

| (c) This instrument is certrfled for evrden’uary use and thesé records are being retained as original

documents in my custody.

Signed and sealed,

13/5/65

JeghHne Swartz Date
Scientific Director Designee

State of Alaska

State Breath Alcohol Testing Program

BT9 03/00




VERIFICATION OF CALIBRATION REPORT

Of Data Master cdm Breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statedwide Breath Alcohol Program

DataMaster cdm S/N 130569 V/
(CONTINUED FROM FRONT PAGE)
C TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
g CHECK IN THE MARKED BOXES.
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